MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY

BREATH ALCOHOL PROGRAM

DATAMASTER MAINTENANCE REPQRT REPORAT #6
Complete this reporl at the Ume of the regular monlhly preventive maintenance check (nol Lo excaad 35 davs)
Complele this raport whenaver the Inslrumant Is serviced or repalrad and whenaver it s place(: RECEIVED
Retaln the criginal and send a copy within 15 days to the Breath Alcohol Pregram, DHSS. 56 Nov 08, 2013
DATAMASTER SN NAME OF AGENCY oarel, Dy .Carol Day at 1:56 pm, Nov 05,

204172 Calgwell Co. Detention Center, Kingston 11/07/2013
LOGATION OF INSTRUMENT ISTREET AND CitY) TIME OF INSPECTION
2920 North Shamrock Road, Jefferson City 16:54

CHECKLISY: Place a mark in the box by each ftam If found to be salisfactory or Il operating within established limils. (Write in observed values
where determined.) Unmarked llems must be corrected belore using instrumenl,

i) DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from printout) 11/07/2013 @ 15:54
V] coMPuTER i) DETECTOR
M PROGRAM FILTERS
HEATERS SAMPLE CHAMBER ___ +49°C ] QUARTZ STANDARD
FLOW DETECTOR i/l CALIBRATION
Il PUMP HIGH SPEED M} PRINTER

M INDICATOR LIGHTS

M SIMULATOR SOLUTION SUPPLIER _ RepCo Markating LOT # 12101 EXP. DATE __01/30/2014
' SIMULATOR TEMP (34°C 2 0.2°0) __*3400°C &)1 ATOR iy DR5382 EXP. DATE 01/07/2014

i} CALIBRATION CHECK ~ (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run thres tests using a slandard solution. All hras losls musl be wilhin £5% of he slandard value and must have a spread of .005 or
less. Mark the box corresponding 1o the standard solution being used. {(PRINTOUT ATTACHED)

[10.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
{7 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
v 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INGLUSIVE

TEST { wr 038 TEST2 = 039 TEST 3 = 03¢

PERFORM R.FI. TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANGE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 ©-04) 0 {.05-.09) 0 [(.10-.14} a {.15-.19) 0 JOVERJS 9

LISTANY REW PARYS ANO DESCRIBE ANY ALTERATIGH OR MODIFICATION THAT WAS MADE TO RESTORE THE HSTRUMENT TO QPERATR SATISFACTORILY AND WITHIN ESTABLSHED LTS
{USE OTHER SIDE IF NECESSARY),

Removed compacied fibers from breath tube mauthplece receplacle, Replaced {ubing between flow thermistor block and five-way valve. Blew sample
chamber with compressed alr, Repleed printer ribbon. :

INSPECTING OFFICER .-

PRINT FULL NAME

jispec T
v < 9 WL ‘ ah M Dewayna D. Carver
TYPE Il PERMIT N‘!@;_?ﬁewoﬁ'sar g f T ELENHONE FUVBER
230101 05/28/2015 {573) 751-4722
RETUAN COMPLETED REPORT TO THE: Brealh Alcohol Program, MO Department of Heailh and Senior Services, Southeas! Dislrict Office

2875 James Bivd.
Poplar Bluff, MO 63901

MO 520:1463 (2-08) AN EGUAL OFPORTLATYIAFFIRMATIVE ACT-CH EAYLOVER LAD-126
renicet predood o4 b stndron madiy B s M




REPCO MARRETING INC.

2301188 STOHYBROOK DRIVE
RALEMGH, MG, 27604
NQBTEHIBO

CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Marketing, Inc.
LOT NUMBER: 12101
EXPIRATION DATE: January 30, 2014 at 11:59 p.am.

RepCo Marketing, Inc, certifies the following:

RepCo Marketing, Inc. manufactured, tested and- supplied Lot
Number __12101 __ of Aleohol Certified Solution for simulators. Random
samples of said lot number were analyzed by en independent laboratory
utilizing a gas chromatograph and found to contain __.0486 gms/dl +-
.003 gms/dl wt/vol ethanol (95% Confidence).

The alcohol and distilled water used in the solution were found to be
free of any interferring sabstance. |

"This solution will produce a vapor aleohol value of 040 H-3%
gms/21 0L Breath when heated to 34 Degrees Celsius +/-0.2 Degrees Celsius
in a simulator (95% Confidence).

The date of mapufacture for this lot number is Janm 31, 2012

. The expiration date for this lot number is _ Janmary 30, 2014
at 11'59 P | |

‘This document is a true representatién of the original Certificate of

Analyms. ; i
1 ra -
Cecil B. Garner, President
RepCo Marketing, Inc.

" Form RM 02
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REOADER ALL SUPPLIES FROM N.P.A.S.
BN ANY 1478 LAKSEIS M AW 24001

-FACE THIS SIDE DOWN - THIS EDGE IN FIRST ! “FACE THIS SIDE DOWN - THIS EDGE IN FIRST

BAC DataMaster BAC DataMaster
Evidence Ticket , e Evidence Ticket

HISSOURI STRTE HIGHWAY PATROL i Eﬁchggfgﬁgéngﬂggﬁ?;EHEE;PQEngii?g
EAC DATAMASTER SERTAL MUMEER 284172 { wIER TEh EERATE

BTl 116713

ARREST TIME: oG:om
SUBJECT MAME:

#
LOB: glrsoisnl BE¥: H
STATE-D.L.: RB¥~¥
ARRESTIMG OFFICER:

#
OFFICER I.DL,: ¥
TESTING OFFICER:

ERARVER-DEMAYME AT
OFFICER I.D.: 041
FERMIT MUMEER: 238181

- TESTING OFFICER:
CARYER-TEWAYHE-D .

OFFICER I.D.: Cd1

PERMIT HUMBER: 235151

EXPIRRTION IATE: @5/32-15

MISCELLANEQUS DATA:
LG43 YAFOR ACCURACY CHECK _
REFCO MKTG LOT 12181 EXP 1/38/2014

~—— SUFERYISOR MODE —--

ELAWK TEST - ,aeg 15157 ) TES GSemor |

INTERMAL STAMDARD . VERIFIER . 1m:57 e ALn TATR: 85728715

EXTERMAL STANDARD B3 15157 REy goaeon DATHS

BLANK TEST 660 15158

EXTERNAL STAMDARD \ 533 15152 —— P

ELAMK TEST . B0 i5e58 | BRERTH AHALYSTS

EXTERHAL STANDART .53 15:59 | BLANK TEST - .
o BLANK TEST - e TeTER | THTERNAL STANDARD VERIFIED  1£:me

- " ISUBJERT SANPLE . B 16162

o URADLO IHTERFERENCE

SIM, = .1
AYG, =
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